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PREFACE 


This  work  was  conducted  to  advance  the  state-of-the-art  in  the 
collection  and  analysis  of  data  on  the  response  of  materials  and  military 
uniform  systems  to  thermal  energy  insults.  The  data  acquisition  and 
analysis  system  described  in  this  report  will  provide  researchers  with  the 
capability  to  perform  experiments  in  this  field  in  a  wider  variety  of 
environments  than  is  now  possible  and  enable  them  to  use  more  fully  the 
information  gathered. 

The  research  was  performed  under  the  Thermal  Response  of  Uniforms  to 
Ihermonuclear  Threat  Program,  Program  Element  62786,  Project  1L1AH98,  Task 
CABOO,  administered  by  the  Fiber  &  Polymer  Science  Division,  Soldier 
Science  Directorate,  U.S.  Army  Natick  RD&E  Center  (Natick),  during 
Fy91-92. 


The  electronics  hardware  incorporated  into  this  system  was  largely 
designed  by  Mr.  Norman  Porier  of  Northeastern  University,  Boston,  MA.  We 
wish  to  thank  him  for  his  efforts. 


Tradename  Disclaimer: 

This  report  contains  registered  tradenames.  Citation  of  tradenames 
does  not  constitute  official  endorsement  or  approval  of  the  use  of  these 
products. 
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DATA  ACQUISITION  SYSTEM  FOR  ANALYSIS  OF  BURN 
INJURIES  FROM  FLAME  AND  THERMAL  RADIATION 

1.0  INTRODUCTION 


The  threat  of  burn  injuries  to  military  personnel  arises  from 
many  sovirces.  Fuel  fires  within  or  around  combat  vehicles,  incendiary 
weapons,  and  flames  resulting  from  exposure  to  thermal  radiation  from 
lasers  or  nuclear  weapons  pose  hazards  on  the  modern  battlefield.  The 
ability  to  predict  the  degree  of  injury  each  of  these  threats  would 
inflict  is  vital  for  mission  planners,  uniform  systems  developers,  and 
mediccd  resources  planning. 

The  development  of  simulants  that  mimic  the  response  of  human  skin 
tissue  was  undertaken  to  find  a  substitute  for  using  animal  tissue  in 
thermal  irrjury  studies  (refs.  1-4).  A  measure  of  tissue  damage  (and,  by 
implication,  burn  severity)  can  be  achieved  by  knowing  the  increase  in 
temperature  at  the  dermis-epidermis  boundary  (approximately  80  beneath 
the  skin  surface)  as  a  function  of  time.  The  omega  value,  n,  is  an  index 
which  was  developed  by  Henriques  (ref.  5)  to  indicate  the  severity  of  a 
skin  burn.  A  vadue  of  omega  greater  than  or  equal  to  1.0  indicates 
complete  destruction  of  the  epidermis. 

Thermosetting  resins  with  fillers  forming  a  material  that  had  the 
same  thermal  response  characteristics  as  human  skin  tissue  were  developed 
by  Derksen  et  al.,  at  the  Naval  Material  Laboratory  (NML)  (ref.  4).  A 
mixture  of  uxea-formcddehyde  and  silica,  compression  molded  into  a  disc 
with  a  thermocouple  embedded  beneath  the  surface,  was  the  result  of  this 
work.  A  manikin  having  a  network  of  124  sensors  that  were  similar  in 
design  to  the  NML  sensors  was  constructed  by  the  Air  Force  in  the  early 
]S70's  2uid  used  primarily  for  determining  the  flame  protection  provided  by 
military  flight  suits.  This  system  has  been  modified  and  extended  by  the 
Army  and  is  now  used  not  only  for  evaluation  of  skin  and  clothing  burns 
from  fires,  but  from  lasers  and  nuclear-thermal  radiation  as  well. 
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2.0  EQUIPMENT  AND  TEST  METHODOLOGY 


The  manikin  and  sensor  system  outlined  briefly  above  has  been 
substantially  expanded  and  upgraded.  The  present  system  used  at  the  U.S. 
Army  Natick  Research,  Development  and  Engineering  Center  (Natick)  is  known 
by  the  acronym  ATRES/DAAS  (ref.  6).  The  acronym  stands  for  the  Advanced 
Thermal  RESponse  Data  Acquisition  and  Analysis  System. 

The  system  consists  of  four  manikins  each  containing  124  skin 
simulant  sensors.  An  additional  25  sensors  may  be  used  with  the  system 
and  oonfigxired  as  needed.  The  sensors  have  been  improved  by  substituting 
thermistors  for  the  thermocouples  previously  used.  Thermistors  provide  a 
greater  output  voltage,  which  reduces  the  effect  of  noise  in  the  signal. 
Output  from  the  sensors  is  fed  to  a  data  formatter  and  acquistion  control 
unit  located  in  the  chest  cavity  of  each  manikin.  A  central  controller 
and  storage  unit  collects  this  information  from  each  manikin  and  relays  it 
to  a  personal  computer  for  analysis  and  presentation  (Fig.  1).  The 
computer  can  receive  the  data  either  over  a  single  coaxial  cable  or  by  an 
FM  radio  signal. 

The  exposure  of  the  manikins  to  a  source  of  flame  or  other  thermal 
radiation  varies  with  the  characteristics  of  the  source.  In  the  past, 
fuel  fire  experiments  were  conducted  in  an  outdoor  flame-pit.  A 
conflagration  was  started  in  a  large  area  and  the  manikin,  mounted  on  a 
boom,  was  swvmg  through  the  flames.  Today,  environmental  considerations 
dictate  that  an  indoor  fire  be  used  to  control  the  effluent  emissions. 
S\ich  a  fire  may  be  either  in  an  open  area  or  inside  a  mock-up  of  a  combat 
vehicle  or  sh^ter.  Nudear-thermal  radiation  insults  to  uniform  systems 
are  conducted  with  a  Thermal  Radiation  Source  (TRS).  The  TRS  utilizes  the 
energy  released  from  the  highly  exothermic  reaction  that  occurs  when 
aluminum  powder  is  oxidized.  The  reaction  generates  a  column  of  flames 
approximately  eight  feet  high  and  three  feet  wide  at  a  temperature  of 
about  2900  K  The  fluence  at  the  surface  of  the  target  is  determined  by 
varying  the  burn  time  and  the  distance  to  the  target. 
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Though  cooler  than  the  thermal  radiation  from  an  actual  nuclear 
detonation,  this  system  is  currently  the  best  way  to  irradiate  targets  as 
large  as  a  manikin.  The  large  area  irradiated  by  the  TRS  allows  all  four 
manikins  to  be  targeted  simultaneously. 

Data  collection  eind  recording  begin  one  second  prior  to  irradiation 
and  continue  for  eight  seconds  subsequent  to  the  removal  from  (in  the  case 
of  fires)  or  the  extinguishment  of  (when  using  the  TRS)  the  source. 
Thermistor  voltages  foom  the  sensors  are  read  20  times  each  second  from 
the  124  locations  on  each  manikin.  The  raw  data  are  stored  on  floppy 
disks  for  later  processing. 

Upon  completion  of  the  experiment  the  voltages  from  a  thermistor  are 
converted  to  temperatures,  the  temperatures  are  numerically  integrated 
vdLth  respect  to  time,  and  an  assessment  of  skin-burn  severity  is  made. 
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This  process  is  repeated  for  each  of  the  496  sensors.  The  skin-burn 
results  are  summarized  for  each  manikin.  The  printout  contains  the  burn 
damage  sustained  by  each  body  area  (arms,  legs,  and  torso)  as  well  as  an 
overall  bum-injviry  evaluation.  These  data  are  supplemented  with  two-  and 
three-dimensional  views  of  the  manikin  displaying  the  burned  regions 
oolor-ooded  to  the  severity  of  the  burn.  The  three-dimensional  image  is 
composed  of  16  separate,  contoured  sections  (some  required  subsections  to 
be  constructed  first)  based  on  measurements  taken  from  the  actual  manikin 
(Fig.  2).  Sensor  representations  (Fig.  3),  which  have  been  previously 
formed  by  locating  the  centerpoint  of  the  sensor  on  the  manikin  image  and 
intersecting  a  cylindrical  solid  with  the  surface  of  the  image  (centered 
on  the  sensor  location),  are  then  projected  onto  the  manikin  image. 


Figure  2.  3D  manikin  image. 
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Figure  3.  A  representative  sensor  area. 


3.0  DATA  PRESENTATION 

The  data  collected  during  an  experiment  using  the  ATRES/DAAS  may  be 
presented  for  the  researcher  in  four  different  ways.  A  table  of  the  final 
omega  values  obtained  at  each  sensor  allows  an  evaluation  of  the 
operationed  status  of  each  sensor  during  the  test  and  a  quantitative 
assessment  of  the  omegas.  A  quantitative  evaluation  of  the  overall  burn 
iiijuries  which  would  have  occurred  is  presented  in  tabular  form  (Fig.  4). 
This  printout  provides  a  record  of  the  burn  incidence  by  maniJdn  body 
regions  as  well  as  by  the  rnanUdn  as  a  whole.  A  visual  representation  of 
tht^  manikin  eureas  sustaining  burns  can  be  generated  on-site.  This  is  a 
two-dimensional  outline  of  the  manikin  with  dark  circles  drawn  to  locate 
skin  bums  as  indicated  by  the  sensors  (Fig.  5).  Upon  returning  from  the 
test  site,  reseairchers  can  generate  three-dimensional  views  of  the  manikin 
using  a  SUN-3/60  computer  (Fig.  6).  These  views  enhance  the  analysis  of 
the  burn  damage  by  eliminating  the  foreshortening  that  occurs  when  a 
circular  area  is  viewed  from  an  angle.  Taken  together,  the  data  provide 
the  foundation  for  a  comprehensive  analysis  of  the  thermal  protection 
afforded  by  the  clothing  or  uniform  system  under  investigation 
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Figure  6.  3D  graphics  output. 


4.0  FUTURE  WORK 

Modifications  to  the  ATRES/DAAS  are  planned,  which  will  expand  the 
versatility  of  the  system.  The  first  of  these  modifications  will  La  to 
make  the  computer  codes  controlling  the  burn-injuries  statistics  and 
manikin  graphical  representations  compatible  with  the  outputs  of 
mathematical  rood^  of  thermal  energy  transport  through  materials.  This 
would  enhance  the  usefxilness  of  these  models.  Next,  adaptation  of  the 
graphics  package  will  be  initiated  to  allow  computer-aided  design  (CAD) 
of  personal  equipment  to  be  incorporated  with  the  manikin  image. 
Combined  images  of  figure  and  equipment  will  allow  analysis  of  t2<e  irpact 
on  thermal  transfer  of  the  placement  of  such  items  as  pockers  and 
fasteners.  The  current  list  of  upgrades  entails  the  outfitting  of  the 
manikins  with  flexible  joints.  Articulated  manikins  placed  inside 
mock-ups  of  vehicle  passenger  compartments  can  provide  a  more  realistic 
look  at  potential  injuries  in  closed  environments. 
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